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1 RTICAL AMPLIFIER Cert] 3” UTILITY OSCILLOSCOPE 

H were: MODEL 10-17 

H 1, COMPONENT MUMEERS ARE 1 THE FOLLOWING GROUPS: 
1-99 VERTICAL AMPLIFIER SECTION 

‘ 100-199 SWEEP OLNERATOR SECTION 

‘ BOX260) 30. WORIZONT, WER SECTION 
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2. ALL RENSTORS ARE 1/2 WATT 10% UNLESS MARKED OTHERWISE. 
REMSTOR VALUES ARE WN CHAE 1 = 1008, MEG = 1,000,008. 


3. ALL CAPACITOR VALUES ARE ff nF UNLESS MARKED OTHERWHE. PF ou uF. 
4 Qs SYMBOL INDICATES & OC VOLTAOE MEASUREMENT, TAKEN WITH A METER 
ING. ‘TO CHASES 


‘A111 MEOOIRA PUT IMPEDANCE, FROM POINT DIC ATED 
). THE CONTROLS ARE IN THE FOLLOWING PORTIONS. 
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(NTENEITY - FULL CLOCKING 

FOCUS - ADABTED FOR SHARP CLEAR TRACE 
ASTIGMATION - ADJUSTED VOR SHARP CLEAR TRACE 
VERTICAL GAIN - FULL COLATERCLOCKWHE 

VERTICAL POBTION - TRACE CENTERED ON ORATICULE 
HORIZONTAL SELECTOR SWITCH - 20 - 200 He PORTION 
FREQUENCY VERIMER - FULL CLOCKWHE 
MORIZONT Al. GAIN - ADJUSTED 80 TRACE FILLS GRATICULE 
HORIZONTAL POSITION - TRACE CENTERED ON ORATICULE 


S, 3% WECATES VOLTAOE VARIES WITH CONTROL SETTING. 


4. SELECTOR SWITCH SHOWN VIEWED FROM THE SHAFT END. SWITCH WAPERS ARE 
SHOWN WITH ROTORS 10) FULL COUNTERCLOCKINSE POTION, 
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Seat % $f raters, IDI ATES CLOCKWNOE ROTATION OF CONTROL. 


0 Cmarcarss wore Location on cmcurr Boane, 
AA, AB, AC, ETC. « COMPONENT SIDE OF CIRCLAT BOARD 85-196-1 
ame 


470K FOCUS 9. REFER TO THE CHASES PHOTOGRAPHS AND CIRCUIT BOARD X-RAY VIEWS FOR 
THE PHYSICAL LOCATION OF PARTS. 
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ree = 120 VOLT WIRING 
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